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Abstract. The Solar Ultraviolet Imager (SUVI) is one of the several
instruments that will fly on board the next generation of Geostatio-
nary Operational Environmental Satellites R-U platforms, as part of the
National Oceanic and Atmospheric Administration’s space weather mon-
itoring fleet. SUVI is a generalized Cassegrain telescope that employs
multilayer-coated optics that operate in six extreme ultraviolet (EUV) nar-
row bandpasses centered at 93.9, 131.2, 171.1, 195.1, 284.2 and 303.8 Å.
The innovation of the design is that SUVI is the first EUV solar telescope
that has six different wavelength channels accommodated on each mirror.
And despite having six segmented multilayer-coatings, shadowing (due to
the mask) is minimized allowing SUVI to exceed its effective area spec-
ifications. Once operational, SUVI will record full-disk, spectroheliograms
every few minutes, where this data will be used to better understand the
effects of solar produced EUV radiation on Earth and the near-Earth envi-
ronment. The material presented discusses general aspects of the SUVI
optical design, mirror fabrication, super polishing, and metrology carried
out to verify optical surface quality and in-band, EUV reflectivity perfor-
mance of the multilayer coatings. The power spectral density and EUV
measurements are shown to exceed performance requirements and
are critical for the overall calibration and monitoring of SUVI’s throughput
and imaging performance, once operational. © 2013 Society of Photo-Optical
Instrumentation Engineers (SPIE) [DOI: 10.1117/1.OE.52.9.095102]
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1 Introduction
Understanding the solar–terrestrial environment and its impact
on Earth’s global weather and climate is an important prob-
lem of modern scientific investigation. Relative influences
of “climate forcing,” i.e., the various physical mechanisms
responsible for driving the Earth’s climate, are known to drive
Earth’s climate: greenhouse gases (anthropogenic), volcanic
aerosols, cloud cover, atmospheric composition, water vapor,
internal oscillations (El Niño-Southern Oscillation/ENSO,

the North Atlantic Oscillation/NAO and the Quasi-Biennial
Oscillation/QBO), and total solar irradiance (TSI in W∕m2),1

where TSI is the total solar radiative output.
In particular, and related to TSI, are large energetic solar

events, such as flares and coronal mass ejections (CMEs)
that comprise large energy releases composed of photons
and particle masses that are also known to adversely affect
Earth and the near-Earth environment, and human-engi-
neered assets (e.g., satellites, aircraft, radio communica-
tion systems and ground electrical power grids). TSI is
only one component of the total solar energy output, but it
is a strong contributor to the physical processes involved in0091-3286/2013/$25.00 © 2013 SPIE
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understanding the nature of space weather and its impact on
Earth’s weather and climate. As such, TSI is a strong con-
tributor to Earth’s temperature, where incoming solar radia-
tion (i.e., with peak flux ∼5000 Å) heats the Earth, whereas
outgoing radiation from Earth (with peak flux ∼10 μm)
cools it. The difference in energy yields the amount of
heating (or cooling) that determines Earth’s average surface
temperature which also drives global climate.2

An important component of TSI is extreme ultraviolet
(EUV) radiation. EUV radiation that reaches Earth’s atmos-
phere is known to be the catalyst that mostly drives the
thermodynamics and chemistry of its upper atmosphere,
as well as the thermosphere and ionosphere which are
directly coupled to EUV radiation and the electric fields
and thermal structure created in these zones which can pro-
duce winds of up to 100 km∕hr affecting circulation in the
lower atmosphere and disrupt global radio communication.
EUV light is also a catalyst for chemical cycles in the upper
atmosphere including water, ozone, and nitrogen cycles in
the Mesosphere (∼50 to 100 km height).3,4 Depletion of the
ozone layer by photochemistry is also driven by modulation
in EUV radiation, causing “leakage” of higher wavelength
UV radiation (>2000 Å) to Earth’s surface.

It is known that EUV radiation originates in the hot solar
chromosphere, transition region, and corona and is produced
by very hot, dynamic, ionized plasma that lie in tempera-
ture ranges of about, T ∼ 104 to 105 K, 105 to 106 K and
T > 106 K, respectively.5,6 Understanding the physical
mechanisms that produce EUV radiation and how it varies
on short (seconds to days) and long (weeks to decades) time-
scales is critical to understanding its effect on Earth and
the near-Earth environment. As such, the National Oceanic
and Atmospheric Administration (NOAA) commissioned
a fleet of satellites called the Geostationary Operational
Environmental Satellites (GOES) which have on board vari-
ous instruments to monitor the Sun, Earth, and the near-Earth
environments. One of the instruments on board the GOES
satellite that will fly on the upcoming GOES “R” + space-
crafts is the Solar UltraViolet Imager (SUVI). SUVI, spe-
cially designed to monitor and measure solar EUV
radiation in six narrow bandpasses, is the first solar telescope
to use a novel, six-segmented, multilayer-coating design that
will provide invaluable observations to understand EUV pro-
duction and its variability and how it affects Earth, space
weather, and climate.

2 SUVI Design
The SUVI telescope is a generalized Cassegrain that employs
six narrow band EUV channels to image the Sun’s radiation
produced within its atmosphere. The SUVI optical system
consists of multilayer-coated optics (mirrors), thin-film met-
allic filters and a back-illuminated CCD detector at its focus
to record EUV images of the solar disk and its atmosphere
(spectroheliograms). Using an aperture selector, SUVI oper-
ates at any one of the six EUV passbands via a combination
of the thin-film filters and the multilayer-coated optics.
SUVI’s novelty lies in that each optic of the telescope has
six distinct multilayer coatings (deposited as six pie seg-
ments), that are fine tuned to reflect at a well-defined EUV
wavelength that will be used to “probe” a particular temper-
ature region of the observed solar atmosphere. The six multi-
layer coatings are designed to reflect at 93.9, 131.2, 171.1,
195.1, 284.2 and 303.8 Å. Over the course of its mission,
SUVI will image, record, and telemeter spectroheliograms
taken in these EUV narrow passbands to image the sun’s
upper atmosphere that consists of the chromosphere, the
transition region, and the corona. The use of instruments
composed of multilayer-coated optics to observe the Sun’s
hot and dynamic atmosphere has been a long established
experimental technique in solar physics.7–13 SUVI’s mission
will be to observe and record large energetic solar events,
such as flares, CMEs and the solar wind, events that are
known to affect Earth and its near-space environment as well
as to monitor the sun’s long-term EUV production.

The generalized Cassegrain system consists of a concave
hyperbolic primary mirror paired with a convex hyperbolic
secondary mirror, as shown schematically in Fig. 1. The
generalized Cassegrain prescription can be developed from
either a classical Cassegrain (parabola/hyperbola) or from
a Ritchey-Chrétien (hyperbola/hyperbola) by optimizing the
performance over the required field of view with the aid
of geometric ray-tracing software. Both techniques were
employed for the SUVI design and gave comparable results.
The optical description of this hyperboloid-hyperboloid
generalized Cassegrain design is given in Table 1.

Table 2 shows the main solar observations intended for
SUVI and Fig. 2 is a representative sample of spectrohelio-
grams recorded by the atmospheric imaging assembly
(AIA)13 and extreme-ultraviolet imaging telescope (EIT)11

in the same passbands as SUVI. SUVI will record similar
observations and although SUVI shares some of the same

Fig. 1 Ray trace of the Solar Ultraviolet Imager (SUVI) optical system with a hyperbolic primary and secondary mirrors.
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EUV passbands with the latter instruments, it differs in many
ways (which we will not discuss herein but see Refs. 11 and
13 for more discussion on EIT and AIA, respectively), but
the primary differences are that the mission and instrument
designs of each telescope set them apart. EIT has been opera-
tional since 1995 and has been slowly degrading in perfor-
mance and may soon come to the end of its useful mission.
AIA, composed of four telescopes operating at nine EUV/
FUVand one visible narrow bandpasses, has higher imaging
resolution (∼1.2 arc sec) and temporal resolution (∼12 sec
cadence) than EIT and SUVI, and has operated since 2010,
but has a projected mission lifetime of only 5 years.13,14

SUVI, comparable in performance to EIT (but imaging in
six EUV channels versus EIT’s four), will be on board
the GOES-R satellite which is currently scheduled for launch
in 2014. The spacecraft will be placed into geosynchronous
orbit and then wait to be commissioned to operability when
needed. This could occur anytime up to 5 years, postlaunch.

Further, SUVI’s operational mission is designed to be over a
longer period, spanning a minimum of 10 years.

As SUVI is designed to operate at EUV wavelengths,
special attention was given to the fabrication of its optical
components and in particular, the mirrors. A figure of merit
that is typically used for measuring the quality of a mirror’s
polished surface is the figure error which measures the RMS
surface deviation from the ideal surface prescription at long
spatial scales (roughly, on order of the diameter of the optic
down to approximately visible wavelength scales). Operation
at EUV wavelengths, however, require that one further con-
sider the surface deviations that occur on order of spatial
scales ranging from ∼1 mm down to Angströms. This
deviation at these spatial scales is referred to as the RMS
microroughness, which we will discuss in detail in Sec. 3.
Microroughness affects both instrument throughput and
imaging performance, but herein we discuss only the indi-
vidual mirror measurements and not the system effect on
the instrument’s imaging and throughput performance. For
further discussion regarding SUVI imaging performance,
see Refs. 15–17. For discussion regarding effects of mirror
roughness and photon scattering, see Refs. 18–22 and refer-
ences therein.

3 Fabrication and Verification of the SUVI Mirror
Substrates

The SUVI mirror substrates are fabricated out of high quality
Zerodur® manufactured by Schott. Six pairs of multilayer-
coated flight mirrors were fabricated and fully calibrated.
The shaping, figuring, and polishing of all the SUVI mirrors
were carried out at SSG-Tinsley (Tinsley, hereafter). Herein,
we focus more on the mid- and high-spatial frequency
microroughness surface analyses; for more details regarding
all test setups and equipment used, we refer the reader to
Martínez-Galarce et al.16

3.1 Fabrication and Metrology of the SUVI Mirror
Substrates

The primary mirror substrates were light-weighted with
mechanical tolerances verified using a coordinate mea-
suring machine (CMM). The secondary mirrors were not

Table 1 Solar Ultraviolet Imager (SUVI) optical design.

Quantity Value

Telescope type Generalized Cassegrain

Primary mirror diameter 20 cm

Effective focal length 173.04 cm

Number of EUV bandpasses Six: 93.9, 131.2, 171.1, 195.1,
284.2 and 303.8 A

CCD pixel size 21 × 21 ðμmÞ2

Angular pixel size 2.5 × 2.5 ðarc secÞ2

Minimum field of view (FOV)
required

44 × 44 ðarc minÞ2

Total CCD array size 1280 × 1280 pixels

FOV with selected array 53.3 × 53.3 ðarc minÞ2

Table 2 Six extreme ultraviolet (EUV) wavelength bands are required to observe the range of solar phenomena important for space weather
forecasting. Log (Te) refers to the electronic temperature of the observed solar plasma. CME stands for coronal mass ejection.
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light-weighted but had their dimensions verified with the
CMM. The next process involved curve generation of
the best fit sphere onto the substrate mirror surfaces.
Conventional grinding and polishing processes were then
used to prepare the optical surface for a baseline optical
test, where a software null is applied. Computer controlled
optical surfacing was used to deterministically converge on
the figure, slope and roughness requirements.

To validate the large spatial bandwidth specifications that
defined the allowed surface deviations for the SUVI optics
(Table 3), a variety of metrology instruments was used.
These instruments were also used for in-process feedback
during fabrication of the optics and validation of the speci-
fications once an optic was completed. The low- and
mid-spatial frequencies were evaluated using phase shifting
instruments: a PhaseShift MiniFiz interferometer for meas-
uring the low-spatial frequencies and an ADE phase meas-
uring microscope (PMM) for the mid-spatial frequencies,
whereas the high-spatial frequencies were characterized
using an Nanosurf Mobile S atomic force microscope (AFM).

Using full aperture interferometry, the low-spatial fre-
quency surface errors were determined from full aperture
down to 1-mm spatial periods. The final surface figure for
one of the SUVI flight primary mirrors, FP1 (FP1 means
flight primary mirror #1), was measured at 6328 Å to have
0.016 wv RMS (i.e., 101.2 Å, Fig. 3).

3.2 Microroughness

The surface errors at mid-spatial frequencies were character-
ized using the PMM. The instrument has multiple objectives
available to cover spatial frequencies (1 to 1000 mm−1). The

instrument uses a 1 Mpixel array camera to record images.
SUVI mirrors required a 2.5× and a 50× objective, which
measure 5.6 × 5.6 mm2 and 0.28 × 0.28 mm2 areas, respec-
tively. The optical surface was sampled at 12 locations with
each objective. Figure 4 shows sample PMM images from
the same flight model primary mirror, FP1, shown in
Fig. 3. Using Eq. (1),20,23 we can calculate the surface micro-
roughness, σt, over the spatial frequency response of the
PMM, per use of each objective; for the 2.5× image in
Fig. 4(a), we measured a surface microroughness of 5.3 Å

Fig. 2 Representative EUV images similar to which SUVI will record in all six of its bandpasses are shown. All but the 284.2 Å image were recorded
by the AIA instrument aboard the Solar Dynamics Observatory. The 284.2 Å image is from Extreme-Ultraviolet Imaging telescope (EIT) on board
the Solar Heliospheric Observatory (SoHO). These images represent a discrete range of plasma temperatures of the sun’s atmosphere, from ∼0.03
to 3 MK. During transient events (not shown), the hotter temperatures, T > 3 MK (up to 20 MK), are reached in flares and CMEs (see Table 2).
These images show the sun on the lower end of its upward move toward solar maximum. Hence, although there are a few active regions visible in
the images, the sun is mostly quiescent. The images were recorded on June 25, 2010.

Table 3 SUVI mirrors specifications: dimensions and allowed sur-
face errors per spatial frequency ranges, referred as regions 1, 2,
and 3. For spatial frequencies, f ≤ 0.25∕mm, the figure error drives
the requirement.

Parameter Value

Optics diameter 200 mm, primary;
92 mm, secondary

Surface figure <λ∕20 RMS

Surface microroughness (Region
1∶0.25∕mm < f ≤ 6∕mm)

<4.9 Å RMS

Surface microroughness (Region
2∶6∕mm < f ≤ 700∕mm)

<2.5 Å RMS

Surface microroughness (Region
3∶700∕mm < f ≤ 50; 000∕mm)

<2.6 Å RMS
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and for the 50× image in Fig. 4(b) we determined a surface
microroughness of 1.5 Å RMS. In Eq. (1), f is spatial fre-
quency and PðfÞ is the two-dimensional (2-D) power spec-
tral density (PSD) measured by the instrument, and the
integral is determined over the spatial frequency range, Δfi,

σ2i ¼ 2π

Z
Δfi

PðfÞfdf ði ¼ 1; 2 and 3Þ. (1)

Index i refers to spatial frequency regions 1, 2, and 3, respec-
tively, as per Table 3.

To characterize the highest spatial frequencies of interest
from 500∕mm to 50;000∕mm, the AFM was employed.
Using Eq. (1), we calculated the microroughness to be 2.2
and 2.3 Å for each image shown in Figs. 5(a) and 5(b),
respectively.

Lastly, using the Tinsley data gathered from the various
instruments: full aperture optical tests with 100 phase aver-
ages, average of 12 locations sampled with the PMM
2.5× objective and the 50× objective, and average of 12

Fig. 3 Full aperture surface figure error measured over the clear aper-
ture of the SUVI flight primary mirror, FP1 (i.e., “flight primary #1”),
ø9.5 cm, 0.016 wv RMS. Red colored areas correspond to “peak”
regions and dark blue colored areas correspond to “valleys.”
Numbers are in fractions of a wv, i.e., 6328 Å.

Fig. 4 (a) Phase measuring microscope (PMM) 5.6 × 5.6 mm2 aperture measurement using 2.5× objective of the FP1 primary mirror with mea-
sured microroughness of 5.3 Å RMS; (b) PMM 0.28 × 0.28 mm2 aperture measurement using a 50× objective for the same mirror, resulting with a
measured microroughness of 1.5 Å RMS. Dark regions are lower elevations and lighter regions are higher.

Fig. 5 (a) Atomic force microscope (AFM) 8.7 × 8.7 μm2 aperture measurement of the FP1 primary mirror with measured microroughness of 2.2 Å
RMS. (b) AFM 1.1 × 1.1 μm2 aperture measurement of the same, with measured microroughness of 2.3 Å RMS. Dark regions are lower elevations
and lighter regions are higher. Polishing marks can be seen as long streaks across the images.
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locations sampled with the AFM over 8.7 × 8.7 μm2 and
1.1 × 1.1 μm2 scan images, a 2-D PSD was calculated
over the full spatial frequency range. Figure 6 shows the
complete PSD over the full spatial frequencies required
for the SUVI FP1 mirror; all the SUVI mirrors were similarly
measured, resulting in similar PSD curves. For comparison,
we also show measurements taken at Lawrence Livermore
National Laboratory (LLNL) prior to multilayer coating.
High-spatial frequencies were measured at LLNL with a
Digital Instruments Dimension 5000™ AFM. AFM scans
of 2 × 2 μm2 and 10 × 10 μm2 areas were performed in vari-
ous locations on the SUVI mirror substrates to determine sur-
face microroughness. Mid-spatial frequencies were also
measured at LLNL using a Zygo New View™ optical sur-
face profiler. Scans were performed with two objective lens
magnifications, 2.5× and 20×. As various instruments were
used to make the PSD measurements, the locations measured
were all made as close as possible to the locations measured
by Tinsley. We see that the PSD calculated from the various
instruments have some overlap in spatial frequencies; this
inter-instrument overlap was found to be in very good agree-
ment with each other and in comparison to the required
SUVI PSD. As per the use of Eq. (1) on all the measured
PSDs, in Sec. 5 we show comparison of the measured micro-
roughness for all SUVI mirrors to the requirements listed
in Table 3.

4 Multilayer Coating and EUV Calibration

4.1 Multilayer Coating

The multilayer coating performance requirements for SUVI
are shown in Table 4. These specifications were determined
based on the scientific requirements of the mission identified
in Table 2, where the main objective of SUVI is to obtain a
set of observations that cover a wide thermal measure of

the sun’s dynamic atmosphere, recording observations at
a cadence of a few minutes, operating over a minimum
10-year period. The multilayer coatings were fabricated
using magnetron sputtering. The bilayer materials used for
all SUVI EUV coatings except the one for 93.9 Å, were
Molybdenum-Silicon (Mo/Si), the 93.9 Å coating was fab-
ricated using Molybdenum-Yttrium (Mo/Y). The develop-
ment of the SUVI coatings was partially based on earlier
work done for the AIA multilayer mirrors,23,24 however,
SUVI is the first EUV solar telescope fabricated with six
different multilayer coatings on a single optic.

Fig. 6 Power spectral density (PSD) of FP1 measured at Tinsley and verified (prior to coating) at the Lawrence Livermore National Lab. (LLNL).
PSD calculations are compared to the SUVI-required PSD. Note that for spatial frequencies, 0.007 ≤ f ≤ 0.25 c∕mm, the figure and slope errors
drive themirror design. Regions 1, 2, and 3 are defined in Table 3. All measured values fall within specifications and where there is overlap in spatial
frequencies, the cross-instrument measurements are in relatively good agreement. The fall-off of the curves for the Tinsley full aperture, PMM, and
AFM measurements are the windowing effects of those instruments and are ignored when applying Eq. (1).

Table 4 The channel peak wavelength corresponds to the primary
solar emission line of interest that falls within the SUVI bandpass,
where the width (full-width at half maximum) is defined by the corre-
sponding value in the rightmost column. The corresponding multilayer
peak reflectivity refers to the minimum requirement at the targeted
solar emission line wavelength to assure instrument throughput per-
formance over the full mission lifetime.

EUV channel peak
wavelength (Å; corresponding
to principal solar emission line)

Multilayer peak
reflectivity

specification (%)

Multilayer
bandwidth

specification (Å)

93.9� 0.6 (Fe XIII) ≥ 21.4 ≤ 2.0

131.2� 1.3 (Fe XX & XXIII) ≥ 51.3 ≤ 6.0

171.1� 2.1 (Fe IX) ≥ 34.2 ≤ 8.5

195.1� 2.8 (Fe XII) ≥ 25.7 ≤ 11.0

284.2� 6.3 (Fe XV) ≥ 17.1 ≤ 25.0

303.8� 6.3 (He II) ≥ 17.1 ≤ 25.0
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Prior to multilayer deposition, all mirrors were cleaned at
LLNL using a customized process for optical substrates.25

Afterward, the 131.2 and 171.1 Å multilayer coatings
were deposited at LLNL and then the mirrors were shipped
to Reflective X-ray Optics, LLC (RXO), where the coatings
for the other four wavelengths, 93.9, 195.1, 284.2 and
303.8 Å, were deposited (see Refs. 26 and 27 for descriptions
of their deposition systems). Depending on the chamber
used, the background pressure was held in the range of
∼10−7 to 10−6 Torr and the sputter gas (Ar) pressure was
maintained at ∼1 to 2 mTorr during multilayer deposition.
The design parameters of the multilayer coatings are summa-
rized in Table 5. In the case of the high film stress coatings,
a precoating of 100 Å Cr was deposited to mitigate the risk
of any film stress-driven adhesion failures. All six coatings
were deposited on each mirror as 60-deg “pie wedge” seg-
ments as seen in Fig. 7. For program risk mitigation, two
multilayer witness samples (MLWS), each deposited on a
∼2 × 2 cm2 Si wafer substrate, were also simultaneously
coated with each SUVI mirror coating segment. A total of

144 MLWS were fabricated. The MLWS are stored with
the flight mirrors up to the time of the mirror’s integration
into a telescope and can be used to monitor the performance
of the coatings over the lifetime of the instrument.

4.2 EUV Calibration

Calibration of the SUVI optics consists of EUV reflectivity
measurements that were carried out on beamline 6.3.2. at the
advanced light source (ALS) synchrotron facility of the
Lawrence Berkeley National Laboratory. The characteristics
of beamline 6.3.2. and its reflectometer have been described
in detail by Gullikson et al.28 A schematic drawing of the
beamline facility is shown in Fig. 8. Wavelength calibration
is based on the L2;3 absorption edge of an appropriate filter
(Si or Al, in this work) with a relative accuracy of 0.011%
rms and can be determined with 0.007% repeatability.
Curved optics of up to 300 mm in diameter can be mapped
in this facility. The reflectometer sample stage shown in
Fig. 9 allows motion of the optic in three dimensions

Table 5 Multilayer coating design parameters for SUVI.

Wavelength (Å) 93.9 131.2 171.1 195.1 284.2 303.8

Multilayer materials Mo/Y Mo/Si Mo/Si Mo/Si Mo/Si Mo/Si

d (bi-layer thickness, Å) 47.80 67.15 88.35 102.00 152.50 165.00

N (number of bi-layers) 120 50 40 40 20 20

Γðd1∕d totÞ 0.35 0.36 0.175 0.15 0.15 0.15

Capping layer 16.3 Å Mo 35.0 Å Si 35.0 Å Si 35.0 Å Si 30.0 Å Si 30.0 Å Si

Cromium adhesion layer No No No 100 Å 100 Å 100 Å

Fig. 7 The SUVI secondary mirror, FS1. Each of the six multilayer coatings, seen here as “pie” segments, was successively deposited in a similar
fashion on eachmirror. An aperture selector will be used in the SUVI instrument to allow illumination of the specific coating segment needed to pass
the desired EUV light.
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(x, y, and z), and rotation of the incidence angle, tilt, and
azimuth angle of the optic.

The available detectors include a selection of photodiodes
and a CCD camera (the latter used for sample alignment).
Once the optic is aligned, custom-designed software allows
the operator to program all EUV wavelength scan measure-
ments (i.e., scans taken at multiple locations on the mirror
surface) without any manual input needed in-between
scans. Alignment is verified and adjusted, if necessary, sep-
arately for each SUVI coating segment (i.e., wavelength
channel). The signal was collected on a Si photodiode detec-
tor with a 10 × 10 mm2 active area with an acceptance angle

of 2.4 deg. For the reflectivities measured, the peak-to-valley
relative accuracy was in the range 0.4% to 1%, determined
by the Si photodiode’s spatial uniformity in each wavelength
range. The total absolute uncertainty across all EUV chan-
nels on all mirrors ranged between 0.02% and 0.71%, but on
average was ∼0.24% (see Table 6).

During the EUV reflectivity measurements, the incidence
angle (from the normal direction) for the SUVI primary mir-
ror was fixed at θi ¼ 3.1 deg which is the SUVI primary
flight mirror incidence angle at a radius, r ¼ 76 mm, (the
weighted center of the SUVI primary mirror’s clear aperture,
or CA). Similarly, the incidence angle for the secondary mir-
ror was fixed at θi ¼ 4.4 deg, which is the secondary mir-
ror’s incidence angle in the SUVI instrument at r ¼ 30 mm,
the weighted center of the secondary mirror CA. Due to geo-
metrical constraints, the smallest angle that can be measured
at the ALS reflectometer is about 3 deg. The coating segment
geometry of the EUV reflectivity scans is shown in Fig. 10.
Each coating segment of each mirror was measured succes-
sively at 30 locations for the primary mirror and 47 locations
for the secondary mirror, across the CA of the coating, as a
function of radius and azimuth angle, (r, φ). A sample of the
measured EUV reflectivity results is shown in Fig. 11. It is
evident from the curves shown that there is more variability
in the EUV reflectivity seen for the secondary mirror, FS1
(FS1 means flight secondary mirror #1) than there is for
FP1. This variability is due to “shadowing,” i.e, the effect
of the hardware mask (installed on top of the mirror during
multilayer deposition) on the segment being coated.
Shadowing also includes the “over-spray” between adjacent
coatings, as the mask is shifted from one sector to another to
deposit each successive coating. This is markedly the case
for all the secondary mirrors in comparison to the primary
mirrors. The shadowing effect is more pronounced in the
secondary mirrors due to the smaller geometry and closer

Fig. 8 Schematic drawing of beamline 6.3.2. and outline of its capabilities.

Fig. 9 Interior of reflectometer chamber at ALS beamline 6.3.2. is
shown with a mounted optic (not SUVI). The detector arm is also
shown (top left).
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Table 6 The area-weighted average reflectivities for all the SUVI flight mirrors, FPn and FSn, where n is for mirror number, n ¼ 1; : : : ; 6, respec-
tively, are shown. “P” is for primary mirror and “S” is for secondary mirror. Area-weighted reflectivity is per Eq. (2); “ALS Meas. absolute uncertainty”
is the single location measurement uncertainty per EUV channel; and the “weighted uncertainty” is the total RSS value of the latter uncertainty with
the area-weighted uncertainty calculated via Eq. (3). Skewness and kurtosis are shown to indicate “Gaussian-likeness.”
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proximity of the side-by-side CA of the multilayer coatings,
designed with only a 2-mm separation at their edges, while
for the primary mirrors, the separation between the edges of
their adjacent CA is 23 mm. Each curve shown in Figs. 11(e)
and 11(f) represents a reflectivity versus wavelength scan at
one location on the mirror for both mirrors; the measure-
ments are accurate to within 0.13% absolute uncertainty
(see Table 6). For FS1, however, we see that the degradation
at the coated segment boundaries adds to the weighted uncer-
tainty, 6.89%, shown in Tables 6 and 7. But for FP1, the
calculated weighted uncertainty, 0.36%, is nearer the ALS
measured value of 0.13%, meaning that there is less reflec-
tivity variation across the CA of the coating, and this is sup-
ported by the data shown in Fig. 11.

5 Analysis and Discussion
The ALS measured absolute uncertainty reported in Table 6
is the single measurement uncertainty of a measurement
made at a single spatial point (i.e., one location) on the
SUVI mirror at a specific wavelength, λi. To accurately mea-
sure the overall throughput of the instrument, we measured
the total reflectivity over the CA of the coated area, taking
measurements on 30 (primary) and on 47 (secondary) loca-
tions across the CA of each coating on each mirror. To gauge
the uncertainty of calculating the entire coated segment’s
reflectivity, we weighed each individual-location measure-
ment by the subarea it is associated with on the coated seg-
ment. The main reasons why a number of locations are
measured are to account for peak wavelength variations
across the coated CA due to multilayer thickness nonuni-
formities and peak reflectivity variations due to multilayer
thickness and substrate roughness variations. Furthermore,
there are variations due to coating overlap at the coated seg-
ment boundaries. It is the undersampled part of these varia-
tions that contribute to the variability seen in each location
measured. Hence, these variations are grouped together as a
single uncertainty. Using all the single-location measure-
ments, predefined over the CA of the coated sector, the

total reflectivity is calculated as a weighted average over
the CA, given by

hρm;λii ¼
�XK

q¼1

ρm;λi;qam;λi;q

�
∕Am;λi;total; (2)

where Am;λi;total ¼
P

K
q¼1 am;λi ;q, the CA of the coating; ρm;λ;q

is the reflectivity measured at wavelength λi, at the pre-
defined location q on the coated subsector, measured at a
specified polar coordinate location (Fig. 10); am;λ;q is the
subsector area of that polar coordinate location, correspond-
ing to where the measurement was made, and K is the total
number of locations measured over the entire coated CA.
Subscript mð¼ 1; ·; 12Þ is the mirror identification index.

Because the individual-location measurements are very
accurate (on average measured to ∼0.24%, absolute accu-
racy), the variability in reflectivity measured across the
coated CA that is >0.24% of the average value calculated
in Eq. (2) is a real effect that is inherent in the coating.
This variability adds to the uncertainty of estimating the
weighted average reflectivity in Eq. (2). Hence, we must
also estimate the uncertainty due to spatial variation of
the reflectivity by calculating the subsector, area-weighted
deviation, σm;λ;q, given by

σm;λi ;q ¼
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi

1

Am;λi;tot

XK
q¼1

am;λi ;qðhρm;λii − ρm;λi;qÞ2
vuut : (3)

Next, we calculate the root-sum-square of this value with
the ALS absolute measurement uncertainty to get the total
weighted uncertainty reported in Table 6. Because of the
non-Gaussian distribution of the measurements, Eq. (3) over-
estimates the uncertainty in the weighted average due to the
finite number of measurements and, ρm;λ;q, made in each
coating. It would be more useful to calculate the variation
by applying a 2-D “best fit” surface to the K measurements
taken across the CA and then calculating the deviation of the
K measurements from this surface. But to do this with rea-
sonable accuracy requires taking many more measurements
across the CA to more accurately map the 2-D surface fit,
particularly near the edges of the CA. It is clear that as
the number of measurements K, approaches infinity, the
total uncertainty in determining the weighted average
would converge to the individual measurement uncertainty
of ∼0.24% (i.e., the average absolute uncertainty reported
in Sec. 4). But also, the weighted average value would con-
verge to a value slightly different than that reported in
Table 6. Due to programmatic constraints in time and cost,
this was not performed.

We note that the degradation in reflectivity after calibra-
tion is due primarily to partial oxidation of the top layer of
the multilayer coating. Degradation due to contamination
will be minimum due to strict handling procedures imposed
on the program requiring the coated optics be maintained
under constant nitrogen purge in a dry box located inside
a “Class 1000” clean room (ISO 14644-1 standards).
However, oxidation of the top layer of the multilayer coat-
ings will increase each time they are exposed to air, where
nominally, the majority of this effect occurs mostly within
days to a few weeks’ time of exposure and then gradually
plateaus. After being coated, the mirrors are exposed to

Fig. 10 Schematic drawing of a coating on a mirror where the red
region represents one EUV channel (e.g., the 195.1 Å channel) cor-
responding to one (of six) multilayer-coated sector(s). Region
bounded by dashes is the clear aperture (CA) of the coated sector
and the region actually measured at EUV wavelengths. Polar coordi-
nates are used to mark the geometry of each sector.
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air while undergoing visual inspection, calibration measure-
ments, and integration and testing in the SUVI instrument.
But within a few weeks of being multilayer coated, the mir-
ror is placed in a dry box with continual nitrogen purge.
During the course of SUVI integration and testing, exposure
will also occur during short periods involving comprehensive
performance test procedures that will expose the optics to air.
The uncertainty due to this effect is estimated to be about 5%
from the time the coating is initially measured to the time
SUVI first becomes operational on orbit. To more accurately
account for this degradation, the MLWS that were multilayer
coated simultaneously with the flight mirrors are also

measured at the time the flight mirrors are calibrated and
then again at 1 year postcoating to measure degradation
in performance, if any.

Table 6 shows the area-weighted average reflectivity
of each coating on each mirror. The corresponding area-
weighted, 1 − σ uncertainties of these measurements, are
also shown. The designation “P” in FP1, FP2, etc., refers
to the primary mirror, whereas “S” in FS1, FS2, etc., refers
to the secondary mirror; a total of six pairs of flight-quality
primary and secondary mirrors have been fabricated. For
reference, we also include the absolute uncertainty measured
at a single location (i.e., ALS uncertainty), as well as the

Fig. 11 Panels (a), (c) and (e) show EUV measurements taken for the 131.2 Å channel of flight primary mirror, FP1. Panels (b), (d) and (f) show
EUV measurements taken for the 131.2 Å channel of flight secondary mirror, FS1. Panels (a) and (b) are the peak wavelength response plotted
over the CA at 50 and 37 locations (primary and secondary, respectively) mapped in polar coordinates, see Fig. 10. The dashed lines in (a) and (b)
represent the specified tolerance for the peak wavelength of each SUVI multilayer coating shown as the “±” values in the left column in Table 4.
Panels (c) and (d) show the peak reflectivity measured near 131.2 Å for each location measured on each mirror. Panels (e) and (f) show the
reflectivity versus wavelength curves measured on each location across the CA of FP1 and FS1, respectively.
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area-weighted skewness and kurtosis measures of the data to
estimate the non-Gaussian behavior of the dataset. All values
shown are referred to as “initial measurement” values, which
refer to the first reflectivity measurement taken in the mis-
sion timeline. Degradation effects leading to the beginning-
of-life (i.e., when “first light” is seen) were discussed
previously; degradation effects leading to end-of-life (i.e.,
the end of its mission) operation will be monitored via cross-
calibration with its “sister” instrument on board GOES R+,
EXIS.29

Table 7 shows the microroughness measurements taken
prior to multilayer coating of the optics. Measurements
were carried out at metrology facilities located at Tinsley
and LLNL, but using different instrumentation and setups,
as described in Sec. 3 (see Ref. 16 for more details). We
note that fewer “spot” measurements were taken across
the optic at LLNL than at Tinsley: i.e., two to five measure-
ment locations in contrast to a dozen locations, respectively,
thus yielding better statistics for the Tinsley measurements.
We note further that each “spot” measurement is taken over
an area of ∼1.1 × 1.1 μm2 and 8.7 × 8.7 μm2 which is a
minute fraction (i.e., sample) of the total clear aperture, cor-
responding to ∼10−6% to 10−9%. Due to the complexity,
time spent, risk in handling and cost of performing these
measurements, carrying out more measurements was not
possible. Nonetheless, the region 3 measurements listed in
the table all lie within measurement uncertainties.

Last, in Fig. 12, we show all the area weighted, in-band
reflectivity curves determined for each EUV channel of each
SUVI flight mirror. We note that the secondary mirrors per-
form lower than the primary mirrors, which as previously
mentioned, is due to shadowing effects and are a known
and expected phenomenon given the tighter geometry and
coating design requirements imposed on the secondary mir-
rors, compared to those of the primary mirrors. This rela-
tively lower reflectivity, however, will not detrimentally

affect SUVI’s predicted throughput performance, as there
is ample margin. Overall, the measured variation in EUV
performance of each channel for all the mirrors demonstrates
that the process imposed and followed on the SUVI program
to design, fabricate and test these 12 mirrors was well
executed, as all design and performance requirements were
fully met.

6 Summary
SUVI is an EUV imaging telescope that will replace the solar
X-ray monitoring telescopes, Solar X-ray Imager (SXI), that
are on board the current fleet of GOES satellites. Operable in
six narrow EUV bandpasses, SUVI will provide high fidelity
data to observe, measure, and monitor the solar atmosphere.
SUVI is the first EUV solar telescope whose multilayer-
coated mirrors are a novel design in that the multilayer coat-
ings on each mirror are segmented into six individual coated
regions, each coated sector designed to reflect light in one of
six EUV bandpasses centered at 93.9, 131.2, 171.1, 195.1,
284.2 and 303.8 Å. By the use of an aperture selector and one
of several thin-film metallic filters, compared to SXI, SUVI
will record EUV spectroheliograms with comparable imag-
ing performance (5 × 5 arc sec2) but higher temporal resolu-
tion (cadence of a few minutes) and broader thermal
coverage of the solar atmosphere (∼50;000 K to ∼20 MK),
operating over a 10-year mission lifetime.

Given the projected mission lifetime, users of SUVI will
require accurate knowledge of its overall optical performance
throughout the mission, in terms of throughput and imaging
resolution. The detailed microroughness calculations pre-
sented herein, determined from PSD measurement analyses,
coupled with the detailed EUV reflectivity measurements
taken of all the flight optics (and witness samples), allow
for an accurate prediction of SUVI’s beginning-of-life imag-
ing and throughput performance as well as monitoring of
this performance over its operational lifetime. Compared

Table 7 Microroughness measurements taken at Tinsley and at LLNL are shown in comparison with at-wavelength, area-weighted, averaged
EUV reflectivities that were measured at the ALS compared with required throughput values (the latter does not incorporate end-of-life
degradation).
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to the design requirements, the weighted average measured
reflectivities exceed predictions in all EUV channels for all
SUVI mirrors. SUVI is currently scheduled for launch in
2014.
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